
510(k) Summary 
As Required by 21 section 807.92 ( e )  

1-Submitter Name: Electromedicarin, S.A. 
2-Address: Poligono Industrial “Can Volart” 

ClTorre de Cellers, 6 - 08150 Partes del Valles 
Barcelona I Spain 

3-Phone: 
4-Fax: 
5-Contact Person: Mr Rafael Barba Trujillo (General Manager) 
6-Date summary prepared: February lo*, 2003 
7- Official Correspondent: Mansour Consulting 
8- Address: 

+34 193 573 07 24 186 I91 
+34 193 573 03 31 

1308 Morningside Park Dr 
Alpharetta, GA 30022 USA 

9- Phone: (678) 908-8180 
10- Fax: (425) 795-934 1 
11- Contact person: 
12-Device Trade or Proprietary Name: ELECTROMEDICARIN 900 
13-Device Common or usual name: Electrostimulator 
14-Device Classification Name: Stimulator, Muscle, Powered 
15-Substantial Equivalency is claimed against the following device: 

Jay Mansour, president 

Rich-Mar Corporation’s Winner ST4 Stimulator, 51 Ok #kt900808 
(refer to Appendix 2 for FDA website printout) 
This notification for ELECTROMEDICARIN 900 is of  the; 
ABBREWATED Ope as per the declaration of  conformi@ included 
in this summarv 

16-Description of the Device: 
The Unit ELECTROMEDICARIN 900 is a 3-channel electrostimulator of low and 
medium frequency currents. 
The 3 output channels makes possible to treat 3 patients at the same time or 
synchronize several muscle groups. The unit is controlled by a microprocessor which 
allows a wide variation of parameters in order to work with the optimal currents all 
the time and for each patient: pulse width, bursts, relaxation time, time of increasing 
and decreasing ramps, modulation frequency, vector type, ... See all types of 
waveforms in “Technical Characteristics”. 
Also, the user can save hisher own parameters in non-volatile memory. 
The unit has a 320x240 pixels monochrome (white and blue) LCD of 9” and the Menu 
options and intensity are selected by means of endless encoders. The end of the 
treatment is notified with a melody or a sequence of beeps. 

17-Intend4 use of the device: fItdaztionsfor use @ped on a separate FDA form) 
This device is an electrically powered device intended for medical purposes to 
repeatdly contracts muscles by passing electrical currents through electrodes 
contacting the affected area (21 CFR 890.5850) for the following indications 
for use: relaxation of muscle spasms; prevention or retardation of disuse 
atrophy; increasing local blood circulation; muscle re-education; immediate 
post-surgical stimulation of calf muscles to prevent venous thrombosis; and 
maintaning or increasing range of motion 

18-Safety and effectiveness of the device: 
This device is safe and effective as the predicate device winner ST.4 
Stimulator. 
This is better expressed in the tabulated comparison (Paragraph 19 below) 
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f {$ DEPARTMENT OF HEALT" & H U M  SERVICES Public Health Service 

8 

Food and Drug Administration 
9200 Corporate Boulevard 

JUL 1 '7 2003 Rockville MD 20850 

Mr. Jay Mansour 
Mansour Consulting, LLC 
Representing Electromedicarin, S.A. 
1308 Morningside Park Drive 
Alpharetta, Georgia 30022 

Re: KO20478 
Trade/Device Name: Electromedicarin 900 
Regulation Number: 21 CFR 890.5850 
Regulation Name: Powered Muscle Stimulator 
Regulatory Class: Class I1 
Product Codes: IPF 
Dated: May 28,2003 
Received: June 2,2003 

Dear Mr. Mansour: 

We have reviewed your Section 5 1 O(k) premarket notification of intent to market the device 
referenced above and have determined the device is substantially equivalent (for the 
indications for use stated in the enclosure) to legally marketed predicate devices marketed in 
interstate commerce prior to May 28, 1976, the enactment date of the Medical Device 
Amendments, or to devices that have been reclassified in accordance with the provisions of 
the Federal Food, Drug, and Cosmetic Act (Act) that do not require approval of a premarket 
approval application (PMA). You may, therefore, market the device, subject to the general 
controls provisions of the Act. The general controls provisions of the Act include 
requirements for annual registration, listing of devices, good manufacturing practice, 
labeling, and prohibitions against misbranding and adulteration. 

If your device is classified (see above) into either class I1 (Special Controls) or class I11 
(PMA), it may be subject to such additional controls. Existing major regulations affecting 
your device can be found in the Code of Federal Regulations, Title 21, Parts 800 to 898. In 
addition, FDA may publish further announcements concerning your device in the Federal 
Register. 

Please be advised that FDA's issuance of a substantial equivalence determination does not 
mean that FDA has made a determination that your device complies with other requirements 
of the Act or any Federal statutes and regulations administered by other Federal agencies. 
You must comply with all the Act's requirements, including, but not limited to: registration 
and listing (21 CFR Part 807); labeling (21 CFR Part 801); good manufacturing practice 
requirements as set forth in the quality systems (QS) regulation (21 CFR Part 820); arid if 



Page 2 - Mr. Jay Mansour 

applicable, the electronic product radiation control provisions (Sections 53 1-542 of th.e Act); 
21 CFR 1000- 1050. 

This letter will allow you to begin marketing your device as described in your Section 5 1 O(k) 
premarket notification. The FDA finding of substantial equivalence of your device to a 
legally marketed predicate device results in a classification for your device and thus, permits 
your device to proceed to the market. 

If you desire specific advice for your device on our labeling regulation (21 CFR Part 801), 
please contact the Office of Compliance at (301) 594-4659. Also, please note the regulation 
entitled, “Misbranding by reference to premarket notification” (2 1 CFR Part 807.97). You 
may obtain other general information on your responsibilities under the Act from the 
Division of Small Manufacturers, International and Consumer Assistance at its toll-free 
number (800) 638-2041 or (301) 443-6597 or at its Internet address 
http://www. fda.gov/cdrh/dsma/dsmamain.html 

Sincerely yours, 

h d 4  Celia M. Witten, M.D., Ph.D. 
” Director 

Division of General, Restorative, and 
Neurological Jlevices 

Office of Device Evaluation 
Center for Devices and 
Radiological Health 

Enclosure 



5 10(k) Number (if known): -KO20478 

Device Name: ELECTROMEDICARIN 900 

Indications for Use: 

This device is an electrically powered device intended for medical purposes to repeatdly 
contracts muscles by passing electrical currents through electrodes contacting the affected 
area (21 CFR 890.5850) for the following indications for use: relaxation of muscle 
spasms; prevention or retardation of disuse atrophy; increasing local blood circulation; 
muscle re-education; immediate post-surgical stimulation of calf muscles to prevent 
venous thrombosis; and maintaning or increasing range of motion 

a d  N;ciLlogical Devices 
5 lo@) Number KOJOYX 

(PLEASE DO NOT WRITE BELOW THIS LINE-CONTINUE ON ANOTHER PAGE 
OF NEEDED) 

Concurence of CDRH, Office of Device Evaulation (ODE) 

(Optional Format 3-10-98) 


